MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY :
BREATH ALCOHOL PROGRAM {gyE (Eﬁiygae at 8:18 am, Jun 02, 20
DATAMASTER MAINTENANCE REPORT ‘ : —HEFONT 7S

Complete this repert at the time of the regular monlhly preventive maintenance check (not 10.exceed 35 days).
Complete this report whenever the inslrument Is setviced or repalred and whenever it is pfaced into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER BN HAME OF AGENGY DATE OF INSPECTION
204095 Missouri State Highway Patrol ' 06/01/2014
LQCATiON OF INSTRUMENT (STREET AND CHY; TIME OF INSPECTION
Butler County Sheriff's Department, Poplar Bluff, Missaouri ‘ 9:34 pm

CHECKLIST: Place a mark in the box by each item if found to ba salislactory or If aperating within established limits, (Write In obsetved Yalues
where determined.) Unmarked lems must be corrected belore using instrument,

¥l DIAGNOSTIC CHECK {PRINTOUT ATTACHED) DATE AND TIME {irom printouty 96/01/2014 - 9:34 pm
| COMPUTER - _ ¥l peTECTOR
] PROGRAM [/ Firers
i) HEATERS SAMPLE CHAMBER 50°¢ . []quartz sTANDARD
I7] FLOW DETEGTOR '. ‘Hcausration
PUMP HIGH SPEED ' PRINTER

[/l INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER Guth Laboratoriss Inc. LOT # 13280 - EXP.DATE 10/29/2015 |
SIMULATOR TEMP (34°C + 0.2°C) 34.1 °C SIMULATOR SN (8632 EXP. DATE 02/18/2015

CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REFORT)

Run thrae lesls using a standard solution. All thiee lests must be within £5% of the standard value and must have a spread of .05 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INGLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1 = 400 ' TEST2< 400 TEST3 = 100

. m PERFORM R.FI, TEST {PRINTOUT ATTACHED)

| INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS) )

REFUSALS 0 |{0-04) 0 (.05-.09) 1 (.10-.14) 3 (15-.19) 0 OVER .19

LIST ARY HEW PARTS AND DESCISE ANY ALTERATION OR MODIFIGATION THAT WAS MADE TO RESTORE THE INSTRUMENT 10 OFERATE SATFSFACTORILY AND WITHIN ESTAGLISHER LTS
(USE OTHEN SIDE IF HECESSARY). -

This instrument opsrated with DHSS slandards.

B INSPECTING OFFICER _
BIGNATURE . X PRINT FULL NAME .
v A Tl ' ‘ Shayne K. Talburt
TYPE 1) PERMT NEJ‘.H!EH:EKF’!RAT[ON OATE TELEPHORE NUMBET
240076 © 03/07/2016 (673) 840-9500
(P RETURN COMPLETED REFORT TO THE: Breath Ateohol Program, MO Depariment of Health and Senior Services. Southeast District Difice
2875 Jamas Blvd, : :

Paplar Bluff, MO 83901
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> GUTH LABORATOR!ES, INC,

il MORTHAT BTRERY 6 HARBISBARG Tl 450 @ JELER

" CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution fox_' Simulator

Random Samples of ‘Lot Numbler 13290 of
Aleohol Reference Solution for Slmulamr were analyzed by -
gas  chromatogtaphy on- Octoher 31, 2013, using a Perkin Blmer Gas
Cluomatograph Autosystem XL S/N: 610N9030209, and found fo contain
0.1202% (wivol) ethyl slechol. The expiration date for this lot
nuntber is October 29,2015 at 11:59 PM,

When used in a calibrated Simulator, operatmg at
34°€C +/. 20¢, th1s solutwn will give a breath aicohol
o analysis instrument readmg 0f0100 gIZIOL *le 3%,

The alcohol and water used in this solution were
free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC,

NIST Traceab;“ty
Testing was conducted using Carilliant Refarence Standard lot number FN122211~02 whose
values are traceqble to NIST. ‘

All ‘balances are calibrdted annually by an ouiside agency u.ring NIST lraceabfe welghts,
Cal!braﬁmx verification is done prior to each use utilizing NIST traceable welgf:rs




Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

Face This Side Down - This Edge In First
BAC DataMaster

BLANK TEST ‘ . s 21143
INTERNAL STAMDARD YERIFIED  21:48
- EXTERNAL STANIARD .l6a 2148
BLAMK TEST S 21:4%
EXTERNAL STRNDARD 168 21149
BELAMK TEST .BeG 21:50
EXTERNAL STAMDARD - 168 2i:50
ELANK TEST _ . BE8 21151
| H=2z
poosmomwr: S SIM, = .1
AYB. = .1

MISSOURI ETATE HIGHMEY PRTROL
BAC DATAMASTER SERIAL NUMEER 2G4R9S
BeE81,14

TESTING OFFICER:
TRLBURT/SHRYNE

OFFICER I1.D.: 111@

PERMIT HUMBER: 248075

EXFIRATION DATE: 53-G7/16

MISCELLANEOUS TATA:

=== SUPERVIZOR MIDE ~——

A T

ﬁ.,

|

4

MISSOURI STATE HIGHWAY PATROL
EAC DATAMASTER SERIAL NUMEBER =8483%
. BEsBl- 14

21054

CHECK ——-

Operator Signatre L Rg

—— DIAGNOSTIC
COMPUTER: DKRY
PROSRAM (B4-g7-20@5::  OKAY
_ HERTERS
I SAMPLE CHAMBER: SO
FLOW DETECTOR: QKA
e
HIGH IPEEL: SKRAY
DETECTOR: OKAY
FILTERS: QKAY
=== QUARTZ STANDARD: QKAY
wwy;;anmrmmmqumz" DERY

FRIMTER TEST
VEEBEL Y (O kery =, /B L2E456FRI (= DT RAROIEFE
HIJKUMNOPARSTUYMRYZINI™_* abedef ani gk Imno
pars gz | 37

; Quﬁao_. Signature \w . K. J_\F\c;\\
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Face This Side Down - This Edge In Firss

BAC DataMaster
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MISSOURI STATE HIGHWAY PRTROL
BAL DATAMASTER SERIAL NUMBER SR4mus
BE.alo14

ARREST TIME: @g:po
SUBJECT MAME:

TEIT
LOB: 593884 SEx:
STRTE/D.L.: MO-1224567
ARRESTING DFFICER:

TEST
OFFICER I.D.: 1118
TESTING OFFICER:

TALEURT-SHAYNE
OFFICER I.D.: 1i1m
FERMIT NUMBER: 240976
EXPIRATION DATE: 93./87-15
MISCELLANEOQUS DATH:

4

=== EBREATH AMALYSIS -~

By

=
ot

BELANK TEST - 2l
s

INTERMAL STANDARD VERIFIED
RADIG INTERFERENCE

Operator Signature sr\* R d.lhk&r\ﬁl




STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES ?
BREATH ALCOHOL PROGRAM =
PERMIT

TYPE II
_SHAYNE K TALBURT

is hereby aulhorized 1o instruct and supervise operalors, train instructors, inspect, calibrate, perform field service and
and operale the lollowing breath analyzer(s): '

. DATAMASTER, INTOX DMT

for the determination of the alcoholic content of bicod from a sampt_e of expired air. Permit issued under the provisions of s
577.020 through 577.041, RSMo and 306.111 through 306,119 RSMo. ’

o

DATE __3/7/2014 s i Sem T

g

L=

Bpairs,

efions

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 240070 v%.a« Q \)w.;(-m (/T

EXPIRES 3/7/2016 .- ' o

DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES|

RSB0 7Y (6100 [ ERGER

3 STATE OF MISSOUR
Y7\ DEPARTMENT OF HEALTH ANO SENIOR SERVICES
BREATH ALCOHOL PROGRAM

WS INSTRUMENT OPERATOR CARD

Tho named cardho'der is authorized to opesale an evkienbal breath akohof
instrunient for ife defeminalion of the afoohiolic conteat in breath fonn oF evpired &

U

Operator  TALBURT, SHAYNE
Parmit No 240076
Dale isswted 3/7/2014  Date Expires 3/7/2015




